[Recurrent Hiccups Caused by Malposition of the Peritoneal Catheter of a Lumboperitoneal Shunt: A Case Report].
A number of rare and unpredictable shunt-related complications after shunt placement to treat hydrocephalus have been described. Here a 78-year-old man who underwent lumboperitoneal (LP) shunt placement presented postoperatively with recurrent hiccups. Abdominal radiography and computed tomography performed at 7 days postoperative revealed that a peritoneal catheter had migrated into the upper abdominal cavity and contacted the diaphragm. The patient underwent LP shunt revision, during which the catheter was pulled back and repositioned within the lower abdominal cavity. The hiccups ceased completely. To our knowledge, the only other report of a similar complication was published in the 1980s. Here we describe a case in which a peritoneal catheter from an LP shunt migrated into the upper abdominal cavity and irritated the diaphragm, causing recurrent hiccups.